
 
 
Slide preparation suggestions 
 
The width of the frosted part of a conventional slide is 20 mm. 
 
Both ends of the slide rests on a 9 mm wide surface of the stage insert (shown in gray). 
 
In order to have perfectly horizontal/in focus samples the end of the coverslip or the nail polish 
sealing should not touch this area. 
 
 
 

 


